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METER UNPACKING INSTRUCTIONS

Remove Control-Indicator chassis from case.
Remove top dust cover from chassis. ;
Remove L Binder Head Screws from front meter plate.
Carefully pull meter housing away from rear of
panel.

Remove two small rubber shipping bumpers from meter
glass.

Reassemble meter housing to front panel. Use
EXTREME CAUTION when engaging zero-set adjustments.
Replace I} Hinder Hsad Screws.

Using appropriate screws (directly beneath meter
pointers) zero the pointers.

Replace dust covers on the chassis and install it
in the case,

NOTE:
LETTERING TO BE BLACK

To be supplied with string.
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